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TECHNICAL GAS-ANALYSIS
of the carbon dioxide is forced into the outer air by freshly aspirated smoke-gases. When bottle N has returned to the lowest position, a new test is beginning. If the absorbing space A is filled with phosphorous rods, in the place of potash
FIG. 99.
solution, the apparatus can serve  for  estimating  the  oxygen contents of the gases.
By improvements indicated in the Ger. P. 160288 (Z. angew. Chem., 1905, p. 1231) it is possible to collect the gas always at atmospheric pressure, thus obviating the entrance of